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The  effects  of  the position  and  width  of  the  time  gate  on the  available  signal-to-noise  ratio  in  a  time-gated
Raman  spectrometer  are  analyzed  and  measured.  The  Raman  spectrometer  used is  based  on  a high power,
532 nm,  pulsed  laser  (500  ps  FWHM)  and  a time-resolving  circuit  with  a single  photon  avalanche  diode
(SPAD)  detector  which  is moved  by a microstep  motor  to derive  the  whole  Raman  spectrum.  The  timeseywords:
PAD detector
aman spectroscopy
ime gating
ingle photon counting
of  arrival  of  the scattered  photons  are  recorded  and the effectiveness  of different  time  gate positions  and
widths are  analyzed  by  post-processing  the  measured  and  simulated  data.  It is shown  from  measurements
performed  on olive  and  sesame  seed  oil samples  having  ﬂuorescence  lifetimes  of 2.5  ns  and  2  ns  and
Raman-to-ﬂuorescence  photon  ratios  of 0.03  and  0.003,  respectively,  that  the  ﬂuorescence  background
can  be substantially  suppressed  if the  width  and position  of the time  gate  are  properly  selected.
© 2016  The  Author(s).  Published  by Elsevier  B.V.  This  is an  open  access  article  under  the CC. Introduction
Raman spectroscopy is a well-known optical spectroscopic
echnique that gives information about the molecular structure
nd chemical environment of a sample. A CW (continuous wave)
onochromatic laser operating in the visible, near-infrared or
ear-ultraviolet range is usually used as a light source for illuminat-
ng the sample [1,2]. A small number of incident photons interact
ith the vibrational states of the sample molecules and are then
hifted from their original wavelength. For a certain vibrational or
otational mode of a speciﬁc molecule, the change in the energy of
 Raman-scattered photon (the “Raman shift”) is independent of
he excitation photon energy. The Raman spectrum, i.e. the spec-
ral distribution of the intensity of the Raman scattered photons, is
nique for each chemical component and thus provides selectivity.
In addition, Raman spectroscopy gives well resolved spectral
ines, and since it has a low sensitivity to water, it is also applicable
o the study of biological and biochemical samples, which typically
ave a high water content [3]. It has therefore been used widely
or substance identiﬁcation and quantiﬁcation in the agricultural,
ood, oil, pharmaceuticals and materials industries and for security
ontrol and crime investigations, for example [4–8].
∗ Corresponding author.
E-mail address: ilkka.nissinen@ee.oulu.ﬁ (I. Nissinen).
ttp://dx.doi.org/10.1016/j.snb.2016.10.021
925-4005/© 2016 The Author(s). Published by Elsevier B.V. This is an open access articl
.0/).BY-NC-ND  license  (http://creativecommons.org/licenses/by-nc-nd/4.0/).
Unfortunately, the measured Raman spectrum is masked by a
strong ﬂuorescence background in many of the potential appli-
cations. The reason for this is that the probability of Raman
(cross-sectional) scattering is much lower than that of ﬂuorescence
[1,2,9]. In other words, Raman scattering and ﬂuorescence emission
are two  competing phenomena and the spectrum is dominated by
the most likely phenomenon, which is typically ﬂuorescence, and
thus it will induce a continuous background to the residual spec-
trum and especially increase the photon shot noise degrading the
signal-to-noise ratio resulting in uncertainty in the case of both
material identiﬁcation and concentration measurements.
Fortunately, Raman and ﬂuorescence scattered photons have
different lifetimes. Raman photons are observed instantly during
excitation, whereas ﬂuorescence photons can still be detected after
nanoseconds or even milliseconds, and thus the ﬂuorescence back-
ground can be suppressed, if scattered photons are collected only
during Raman scattering. This can be achieved by illuminating
the sample with short, intensive laser pulses (pulse width much
smaller than the ﬂuorescence lifetime) rather than the traditional
CW radiation and recording the sample response only during these
short pulses, as depicted in Fig. 1 [9–12]. Thus, by “time-gating”
the measurement to the period of the laser pulse, the probability
of detecting ﬂuorescence photons can be reduced, since these are
mostly emitted after the Raman scattered photons. Furthermore,
the accuracy of the baseline of the Raman spectrum is improved,
e under the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/
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hich also leads to greater accuracy in both material identiﬁcation
nd quantitative analysis.
Some earlier studies have implemented this “time-gating” tech-
ique by means of a high-speed optical shutter based on a Kerr cell
9] or a mode-locked laser with a spectrograph and intensiﬁed CCD
ICCD) [10]. In addition, some analysis has been done to ascertain
he proper gate position of ICCD and CCD for achieving the best
uorescence rejection efﬁciency [11–14]. However, these devices
re either highly sophisticated, physically large and expensive, or
apable of measuring only a single wavelength band of the spec-
rum at a time, so that they require long measurement times and are
hus unsuitable for on-site applications. To overcome these prob-
ems the CCDs and ICCD’s should be replaced with more suitable
etectors.
Single photon avalanche diodes (SPAD) having a single shot tim-
ng precision of 50.100 ps have been in use as optical detectors for
ome time. Various SPAD structures have been suggested by many
roups, the aim having been to develop structures with adequate
hoton detection efﬁciency in standard CMOS technologies [15].
he use of a CMOS technology has also made it possible to design
igh-speed electronics together with SPADs on the same chip and
as paved the way for the development of new detector chips
or interesting applications, among them Raman spectroscopy. We
ave presented earlier a measurement set-up which uses a time-
ated CMOS single photon avalanche detector (SPAD) to determine
he time position of Raman-scattered photons with respect to the
aser shot [16,17]. The use of a CMOS technology nevertheless
llows us to fabricate 2-D SPAD array to derive the whole Raman
pectrum, and some realizations have been presented with time
ating resolutions from 100 ps to 1 ns [18–22]. A time gate of hun-
reds of picoseconds is adequate for many applications, but then
he laser pulse width should be of the same value. A ﬂuorescence
ejection ratio of approximately 1:20, for example, can be achieved
sing a laser pulse width and time gate of 100 ps with a sample hav-
ng a ﬂuorescence time constant of 2 ns. The manufacture of a laser
ith a pulse width of less than 500 ps with high enough power and
 narrow line width is a demanding task, however, so that it is hard
o achieve the adequate ﬂuorescence rejection ratio with the most
emanding samples. As a consequence, when measuring a Raman
pectrum for the most challenging samples a shorter laser pulse
idth together with a shorter, accurately positioned gate width orome other ﬂuorescence suppression technique is needed.
We analyze here the effects of the position and width of the
ime gate in the case of challenging samples (with a high ﬂuo-
escence background and short ﬂuorescence lifetime) when usingg principle.
a moderate laser pulse width of 500 ps–1 ns. It is shown that by
properly adjusting the width and position of the time gate, the
signal-to-noise ratio of the Raman spectrum can be maximized.
The technique is veriﬁed by measuring Raman spectra for olive oil
and sesame seed oil samples with a “post-processed” time-gated
Raman spectrometer based on a commercial pulsed laser having
a wavelength and pulse width of 532 nm and 500 ps (FWHM),
respectively, and a single photon avalanche diode detector with
a 24 ps-resolution TAC. By using a single mechanically scanned
detector, the ultimate achievable performance of the time-gated
Raman spectroscopy device based on SPAD detectors can be esti-
mated without the disturbing effect of the non-homogeneities of
the widths and position of the time gate within a large SPAD detec-
tor array [19]. This gives valuable information for the development
of large time-gated SPAD arrays from the point of view of the impor-
tance of the timing homogeneity of the width and time position of
the time gates within the whole array. Sesame seed oil is known to
be a difﬁcult sample when used in Raman experiment at an exci-
tation wavelength of 532 nm because of the very high ﬂuorescence
background and short time constant (∼2 ns) [23].
In the following we  ﬁrst describe the structure of the time-
gated Raman spectrometer, in Section 2, and then the ﬂuorescence
suppression technique, in Section 3. Section 4. gives some mea-
surement results with demanding samples known to have a high
ﬂuorescence background, and the work is discussed and conclu-
sions are drawn in Section 5.
2. Time-gated Raman spectroscopy using a CMOS SPAD
with TDC and a pulsed laser
A block diagram of the time-gated Raman spectrometer envi-
ronment used in this work is shown in Fig. 2. It consists of a 532
nm-pulsed laser (TFWHM = 500 ps, ∼0.1 nm)  from Teem Pho-
tonic, a spectrograph based on a grating achieving approximately
10 cm−1 spectral resolution, a single passively-quenched SPAD,
a time-to-amplitude converter (TAC) with a data analyzer (24 ps
resolution), a microstep motor and an optical detector (DET) to syn-
chronize the laser pulses with the output of the SPAD. Excitation
is performed by a laser pulse having a pulse energy of 1.2 J and
a spot size of ∼100 m at the surface of the sample with a pulse
rate of 4 kHz. A small portion of the pulse is delivered to the optical
detector to generate the start signal to the TAC. Photons from the
sample are detected with a SPAD, which gives a stop signal to the
TAC. The data analyzer collects the results from the TAC at each
spectral point, i.e. each position of the step motor. Note that the
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Fig. 2. Block diagram of the Raman setup.
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hoton detection probability of the SPAD has to be much less than
 within the desired measurement range so that the probability
ensity function of photons from sample is not deteriorated by the
ile-up in SPAD detector. The measurement is controlled with a
rogrammable PC-card from National Instruments which sets the
ser-deﬁned number of measurements at each spectral point, the
tart position and step size of the step motor and the number of
teps. Histograms of the times of arrival of the photons (see Fig. 2
ext ﬁle) at each position (spectral point) are stored in the text ﬁle
or later analysis. Thus post-processing ﬂuorescence suppression
an be performed by adjusting the time position and length of the
ime gate at a resolution of 24 ps as desired and the effectiveness of
he suppression can be studied. In addition, residual ﬂuorescence
an be suppressed by using another time gate after the Raman sig-
al to estimate the residual level at each spectral point and subtract
his from the raw data [17].
Schematic and timing diagrams of a passively-quenched SPAD
ased on a structure presented previously [15,24] are shown in
ig. 3(a) and (b), respectively. The SPAD is a pn junction which is
iased above the breakdown, i.e. in the Geiger mode, to detect sin-
le photons. The anode node has a negative high voltage equal to
he breakdown voltage VBR (∼19 V) and the SPAD is biased above
he breakdown through the resistor RQ connected to a supply volt-
ge of 3.3 V, giving an excess bias of approximately 3.3 V. The rise
ime of Vcath is determined by the quenching resistor and junction
apacitance, resulting in a dead time of approximately100 ns (Tdt in
ig. 3(b)) when the threshold voltage of the inverter (Vth in Fig. 3(b))
s set close to the supply voltage, as shown in Fig. 3(b). As can be
een in Fig. 3(b), the second photon detected by the SPAD is not
ensed by the inverter, because it occurs during its dead time. Thes of the passively-quenched SPAD.
measurements are not affected by the dead time, however, because
this is much shorter than the time interval between the laser pulses
(period of 250 s). The buffered output (Vout) is connected to the
stop channel of the TAC and its rising edge gives a stop timing signal
to mark the detection of a photon.
3. Fluorescence suppression principle
The aim of this work was  to study how the width and especially
the position of the time gate should be chosen in order to achieve
the best possible signal-to-noise ratio and thus the optimal ﬂuo-
rescence rejection ratio. To verify the analysis, Raman spectra were
measured from olive and sesame seed oils having ﬂuorescence time
constants of approximately 2.5 ns and 2 ns, respectively [17].
Fig. 4(a) shows the Matlab-simulated Raman, ﬂuorescence, dark
count noise and combined photon probability distributions as func-
tions of time when a Gaussian laser pulse (FWHM = 500 ps) is used
for excitation. The ratio of the Raman to ﬂuorescence photons, cal-
culated as the ratio between the total numbers of these photons, is
set to 0.3. The shape of the Raman photon distribution follows the
excitation distribution, and the ﬂuorescence distribution is derived
as a convolution of the Gaussian function of the laser pulse and an
exponentially decaying ﬂuorescence lifetime function. The com-
bined photon probability distributions are presented in Fig. 4(b) as
a function of time with three different ratios of Raman to ﬂuores-
cence photons. The number of Raman photons is kept constant and
that of ﬂuorescence photons is increased.
The effectiveness of the time gating can be evaluated in terms of
the signal-to-noise ratio (SNR) with different time gate widths and
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ositions and different ratios of Raman to ﬂuorescence photons.
he SNR can be expressed as
NR = NR√
NR + NF + NDCR
, (1)
here NR, NF and NDCR are the numbers of detected Raman, ﬂuo-
escence and dark count photons, respectively. As can be seen from
q. (1), the shot noise is related to the numbers of Raman and ﬂu-
rescence photons. Although ﬂuorescence photons can be rejected
y choosing the proper time gate width and position, some residual
uorescence will still be present within the time gate. The level of
his residual ﬂuorescence can be estimated by using another time
ate to collect only the ﬂuorescence photons after the Raman pho-
ons. This information can then be used for base line correction
17]. It should be noted, however, that this does not improve the
ignal-to-noise ratio, although it does make the Raman spectrum
ore readable.
Matlab was used to derive the optimum width and position of
he time gate based on Eq. (1) with different ratios of Raman to
uorescence photons and with a ﬂuorescence time constant of 2 ns
the ﬂuorescence lifetime of sesame seed oil). A speciﬁc spectral
oint has to be chosen for simulating the achievable SNR, because
oth the ﬂuorescence level and the intensity of the Raman sig-
al can vary as a function of the spectral point. A spectral point
f 1442 cm−1 was chosen as a reference because one of the high-sity functions, b) combined probability density functions at different Raman to
idth of the time gate with Raman to ﬂuorescence ratios 0.3, 0.03 and 0.003.
est Raman peak is observed at this point in olive and sesame seed
oils [25]. The Matlab simulations were repeated approximately
3,000,000 times to correspond to a measurement result obtained
with 3,000,000 laser pulses for each spectral point, as presented
below (3,000,000/4000 Hz = > 750 s).
It is obvious that the position of the front edge of the timing
window should be set so that most of the Raman photons are col-
lected during the rising part of the laser pulse. A trade-off exists,
however, since too early position will increase the dark count noise.
The SNRs achieved with 3,000,000 pulses are shown in Fig. 4(c) as
a function of the width of the time gate with ratios of Raman to
ﬂuorescence photons of 0.3, 0.03 and 0.003 (The number of Raman
photons was  kept constant and that of ﬂuorescence photons was
increased), respectively, when the front edge of the time gate was
kept at the same optimal position to keep the dark count noise level
minimum based on the simulation. As can be seen in Fig. 4(c), the
optimum SNR is achieved with a time gate width which is less than
the full width of the laser pulse (±3 = 1272 ps) and thus less than
the whole Raman distribution. With a lower Raman to ﬂuorescence
level ratio the width of the time gate has to be reduced. If the time
gate is wider than the optimum, the SNR will gradually decrease,
ﬁrst due to the collecting of ﬂuorescence photons and then mostly
due to the dark counts.
Fig. 5 shows the effect of the change of the starting position of
the optimal time gate width on the signal-to-noise ratio when the
I. Nissinen et al. / Sensors and Actuators B 241 (2017) 1145–1152 1149
Fig. 5. Signal-to-noise ratios of 3,000,000 pulses as a function of the starting time of the optimal gate width with Raman to ﬂuorescence ratio of 0.003.
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he ﬂuorescence life time are 0.003 and 2 ns, respectively. As can
e seen in Fig. 5, the best possible SNR is achieved by starting the
ptimal time gate at the zero time position which is approximately
he starting point of a laser pulse and thus the Raman signal. If
he starting position is generated earlier the signal-to-noise ratio is
ecreased by mainly the decrease of Raman signal and the increase
f the shot noise of dark count photons and if it is generated later
he shot noise of ﬂuorescence count photons is increased and the
aman signal is decreased.
. Measurement results
The effectiveness of the ﬂuorescence rejection was  tested by
sing a 532 nm commercial laser from Teem Photonics having a
ulse width of 500 ps and a pulse rate of 4 kHz. A high-precision
ime interval measurement unit was used to measure the time of
rrival of each photon relative to the excitation laser pulse. His-
ograms of these photons (photon probability distributions) were
ollected at the each spectral position by changing the position of
he SPAD detector with a step motor. Matlab was  used to derive
aman spectra from the collected distribution of photons as a func-
ion of time with different widths and positions of the time gate.ime gate widths: a) 280 ps, b) 800 ps and c) 4000 ps.
In addition, the residual ﬂuorescence level was  approximated by
means of another time gate and the residual baseline was  sub-
tracted from the result to make the spectrum more readable. The
width and position of the time gate were adjusted as guided by
the simulations, and the Raman spectra were analyzed to see the
effect of the optimization. The advantage of using a step motor and
a single SPAD element with a single TAC is that the possible non-
homogeneity of SPAD devices and time interval units in an array
can be avoided with an expense of the increased measurement
time. However, as was  mentioned above the aim of this work was
to study what kind of performance could be achieved by using an
“ideal SPAD array”. The olive oil and sesame seed oil used as sam-
ples had ﬂuorescence time constants of 2.5 ns and 2 ns, respectively,
and Raman to ﬂuorescence photon ratios of ∼0.03 and ∼0.003, these
ratios having been estimated by ﬁtting a Gaussian pulse to various
ﬂuorescence and Raman distributions to get similar results to those
measured and calculating the ratios of the integrals of the Raman
and ﬂuorescence distributions.
The Raman spectra for olive and sesame seed oils have peaks
at the same wave numbers, and detailed spectra measured with a
Raman spectrometer from Process Instruments based on a 785 nm
CW laser have been published previously [25]. The most interesting
1150 I. Nissinen et al. / Sensors and Actuators B 241 (2017) 1145–1152
Fig. 7. Raman spectra of sesame seed oil measured by means of a CW laser and CCD array.
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Fig. 8. Raman spectra of sesame seed oil obtained with different widths of the time
or  the time domain distribution.
pectral region for these oils, showing most of the Raman peaks, is
etween 900 cm−1 and 1700 cm−1.
The Raman spectra of the olive and sesame seed oils were
erived using approximately 3,000,000 laser pulses at every spec-
ral point to integrate an adequate number of photons, and a single
PAD detector was swept over the wave number range in approxi-
ately 9 cm−1 steps. The simulations showed that the best possible
NR can be achieved with olive oil using a width of time gate of
20 ps (see Fig. 4(c) ratio 0.03). The measured Raman spectra are
hown for gate widths (GW) of 280 ps, 800 ps and 4000 ps, respec-
ively, in Fig. 6(a)–(c). The Raman spectra for the different time gates
ave simply been shifted in the intensity domain to make the ﬁgure
learer. The best possible measured Raman spectrum was  achieved
ith a gate width of 800 ps. It can also be seen from Fig. 6 that other
ate widths clearly lead to a deterioration in SNR. As was  mentioned
bove, the Raman spectra were derived from the distribution of the
imes of arrival of the photons (ToA) with gate widths. One exam-
le of such a distribution, measured at 1442 cm−1, is shown in the
nset in Fig. 6.
To show the difﬁculty in deriving a Raman spectrum for sesame
eed oil with 532 nm laser excitation, this was also measured using
 laboratory Raman spectroscopy device based on a continuous
ave (CW) laser and CCD array, yielding the spectrum shown in
ig. 7. As can be seen, no peaks can be distinguished in this Raman a) 1500 ps, b) the optimum width, 780 ps, and c) 780 ps centered on the peak value
spectrum, on account of the one decade higher ﬂuorescence level
relative to that for olive oil, resulting in a poorer SNR.
Raman spectra for the sesame seed oil as measured with the
time-gated system using a gate width of 1500 ps, the optimally
positioned time gate with the optimum width of 780 ps and a gate
width of 780 ps centered on the peak value for the combined dis-
tribution are shown in Fig. 8(a)–(c), respectively. The measured
Raman spectra shown in Fig. 8(a) and (c) have a poorer signal to
noise ratio than in the optimal case (shown in Fig. 8(b)), and the
signal-to-noise ratio with the same measurement time is almost
one decade worse than for olive oil, which can be clearly seen by
comparing Figs. 6 and 8 . The spectrum derived using the optimum
width and centered on the peak value of the combined distribution
also has a lower signal-to-noise ratio, which can be explained by
the fact that most of the Raman photons at the beginning of the
pulse have been lost, whereas, since the ﬂuorescence level is now
ten times larger than that for olive oil, it is more important to start
collecting the photons in the early rising part of the laser pulse.
5. Conclusions and discussionThe principle for determining the best possible width and posi-
tion of a time gate for ﬂuorescence suppression in time-gated
Raman spectroscopy has been presented here and the effective-
I. Nissinen et al. / Sensors and Actuators B 241 (2017) 1145–1152 1151
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[ig. 9. Map  for deriving the prober width of the time gate required to achieve the be
ess of the techniques has been veriﬁed by the Raman spectroscopy
easurements. The width and position of the time gate are the most
mportant parameters to consider when attempting to achieve
aximum ﬂuorescence suppression, and they will increase in
mportance whenever the time constant of the ﬂuorescence life-
ime approaches the width of the laser pulse and the sample has
 high ﬂuorescence background. The starting time, i.e the position
f the time gate, should coincide with the early front edge of the
aser pulse, but without collecting the dark counts. Our simula-
ions showed that the higher the ﬂuorescence level is in relation
o the Raman level, the shorter the width of the time gate has to
e in order to achieve the best possible ﬂuorescence rejection and
ignal-to-noise ratio.
The effectiveness of ﬂuorescence rejection was  veriﬁed here by
easuring the Raman spectra of two challenging samples, olive
il and sesame seed oil, with time constants of their ﬂuorescence
ifetime of 2.5 ns and 2 ns, respectively, and ratios of Raman to
uorescence photons of 0.03 and 0.003, respectively. The Raman
pectra of both samples could be resolved and uniformity between
he simulation and the measurements could be veriﬁed.
One practical way of aiming at the best possible signal-to-noise
atio in time-gated Raman spectroscopy is to specify the proper
idth of the time gate for the selected width of the laser pulse
nd the ratio of Raman to ﬂuorescence photons. Matlab code was
ritten in order to determine the best possible width of the time
ate for a sample having the 2.5 ns time constant for its ﬂuorescence
ifetime, i.e. to achieve the best SNR. The simulation result shown
n Fig. 8 can be used to specify the proper width of the time gate
colors) for the selected width of the laser pulse (y-axis) and the
aman to ﬂuorescence photon ratio (x-axis) in order to achieve the
est possible SNR. For example, if the width of the laser pulse is
000 ps (FWHM) and the ratio of Raman to ﬂuorescence photons
s 0.015, the best signal-to-noise ratio can be achieved with a time
ate of width 1600 ps, as shown in Fig. 9 and the front edge of the
ime gate positioned at the cross-over point of the background and
he laser pulse front edge intensity distributions. Fig. 9 also shows
he obvious fact that as the Raman to ﬂuorescence photon ratio
ncreases with the laser pulse width, the width of the time gate
hould also be increased.eclaration of conﬂicting interests
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[sible SNR with a given laser pulse width and Raman to ﬂuorescence intensity ratio.
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